TUNGSTENELECTRODEETCHINGDEVICE

Electrode Holder

Power Regulator Carbon Rod

Glass vial with
saturated KNO2
solution

Insertion of Tungsten wire
in electrode holder

Move tungsten tip up and down
in saturated KNOZ2 solution
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TUNGSTEN ELECTRODE WIRE

make tiny bend
at end of wire

insert wire into holder

Important !

Tungsten electrode insertion

Note: The bend at the end of the wire is necessary to
ensure proper contact with the input of the probe !

Insertion of Tungsten wire
in electrode holder
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