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cable shield

Start relay contacts
Normally Open.
At START command from
GC control panel 8 and 7
contacts close for 50 ms
(connect to TRIGGER on
IDAC connection box)

Use either pins 7,9,11
or 2,4,6

Shield and GROUND
may be tied togethercable shield

signal (0-1V)

signal (0-1V)

GROUND

To IDAC
CHANNEL 2

INPUT

To IDAC
TRIGGER

INPUT

Insert into
SIGNAL OUTPUT

of HP5890

GREEN DOT FACING

FRONT OF GC

Insert into
REMOTE OUTPUT

of Hp5890

GROUND

HP 5890 GC ELECTROMETER and REMOTE SIGNAL RECEPTACLES

PIN CONFIGURATIONS

SIGNAL CABLE CONNECTION

TRIGGER CABLE CONNECTION

SIGNAL OUTPUT RECEPTACLE
(seen from above)

REMOTE SIGNAL RECEPTACLE
(seen from above)


